Comparison of safety and efficacy between first and second generation of angio-seal closure devices in interventional patients.
Arterial closure devices are safe and effective in selected patients, with complication rates similar to or lower than manual compression. The purpose of this study was to compare the safety and efficacy of the first- and new-generation Angio-Seal devices in patients undergoing PCI. This study found that the new Angio-Seal STS Platform device can secure hemostasis after PCI in a safe and effective manner similar to the old device. The new platform is easier for the operator and for the patients.